CESKA
KARDIOLOGIC
SPOLECNOST

Perkutanni pulmonalni revalvulace — nové smeéry

Ondrej Materna

os*3\ European Détské kardiocentrum

o2 Reference

*®'0 Network 2. lékarFska fakulta Univerzity Karlovy
e e Lot i Fakultni nemocnice v Motole, Praha







Cthpeﬁ Medtronlc MelOdy TPV Pavodni indikacni kritéria:

Vyvoj chlopne: e dysfunkce konduitu

e 90. léta 20. stoleti - dr. Philipp
Bonhoeffer s podporou firmy
Medtronic

e stredni az tézka regurgitace
* obstrukce RVOT

hmotnost > 25 kg

* preparovany segment bovinni
jugularni zily s vendzni chlopni
nasity na CP stent

e puUvodni rozmér konduitu = 16 mm

aktualni rozmeér <22 mm
e zavadéci systém Ensemble
 BIBbalon 18,20a 22 mm

vhodnda anatomie konduitu

* l.implantacevr.2000 pEEFES ereeeeunuEERFER ey
250220000 R S 33n 32 g & ' hES (Y Ed |
i s > o > Lawaras
* CEmarkvr. 2006 E

= £ , i e T : L
Lo i 23, 26,29 mm







Detske kardiocentrum FNM
DFP-8000D

HFS
Atrézie plicnice s trans-
anularni zaplatou i
Closed-Cell =
Open-Cell
W 1024
C512°

Detske kardiocentrum FNM
DFP-8000D
HFS

*09.01.2004
28.03.2022
09:14:07

2 Sn 220000

LAO 90.0
CAUD 0.0
kv 80
mA 494
ms 128

*09.01.2004
28.03.2022
09:48:31

9 Sn 920000

LAO 90.0
CAUD 0.0
kv 85

mA 406
ms 280




Detske kardiocentrum FNM

. b & 2 DFP-8000D
Medtronic R\ Y HFS

28.03.2022
10:39:41
12 Sn 1220000

LAO 90.0
CAUD 0.0
kv 78

mA 505
ms 112

Detske kardiocentrum FNM
DFP-8000D
HFS
28.03.2022
10:46:40
14 Sn 1420000

LAO 90.0
CAUD 0.0
kv 85

mA 409
ms 1104




Fallotova tetralogie po

ré

7

arni

transventrikul

korekci

-

0)
9,

RAO 0
kv 78

i
wd et
J

|2

ms 1

|

Gy

BPREEASTANSEL T C AT




0 ()58 . .‘ U EL ,3-; ce

%

DFP-8000D

| g
v v
X |
. |
e v
|
i}
. 4
= -1
2 !
|
")
< F

RAO 0.0
CRAN 23:0
KV 76

ntrum FNM

HFS

| - - -
& RO s e

W 11024
' C512

.[il 0y
tMS 1072 mee—

Closed-Cell

Open-Cell

AndraStent Aortic



nthumEN M
.{H- 8000D)

l'.l".)

11 ;8P

'’ vt ot

1S Sip) 15110009

E

RAG0.0]
CAUD 0; )
(‘ j 7.’.‘; :
mA 2 su
ms 7;)

| H‘w ¢

i (A S e R

: W24
e C 512



GORE
DRYSEAL

FLEX
RODUCER SHEAT




Morgan GJ, Sadeghi S, Salem MM, Wilson N, Kay J, Rothman A, Galindo A, Martin MH, Gray R,
Ross M, Aboulhosn JA, Levi DS.

SAPIEN valve for percutaneous transcatheter pulmonary valve replacement without "pre-
stenting": A multi-institutional experience.

Catheter Cardiovasc Interv. 2019 Feb 1;93(2):324-329.

Tanase D, Georgiev S, Eicken A, Ewert P.
The Sapien valve provides enough grip to be implanted in pulmonary position without a pre-

stent.
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