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Indikace k uzaveru PFO a ASD

» PFO

» Stp. kryptogenni CMP, ktera je v pricinné
souvislosti s PFO

» ASD

» Vyznamny L-P/ P-L zkrat na urovni sinoveho
septa
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PFO/ ASD okludery v CR

Amplatzer PFO okluder (Abbott)
Figulla Flex PFO okluder (Occlutech)

CeraFlex PFO okluder (LifeTech)

Cardioform septal okluder (GORE)




GORE Cardioform septalni oklude

2 Independent discs
5 Independent petals
Allow the device to
conform to the anatomy
to treat simple to
complex defects

ePTFE
Biocompatible,
compliant material
enables exceptional
conformability and
rapid tissue ingrowth

Minimal metal

(5 platinum-filled

nitinol* wires)

= Low metal mass
solution for defect
closure

= Designed to reduce the
risk of tissue damage

= Minimal nickel elution

and exposure relative to

other competitive

nitinol-framed

devices™ "4

ePTFE 250x magnification

30 days post implant in canine model




Srovnani GORE a Amplatzova okluderu




Gore | | Amplatz



GORE - nejmensi uvolnovani nikld

Nickel Elution (mg/L)

Nickel Elution by Device Type
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GORE Cardioform septalni oklude
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Gore Cardioform ASD okluder

Anatomically adaptable waist

Designed to fill and conform to
the defect
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- Minimal metal

* Six to eight platinum-filled
nitinol* wires

* Low metal mass solution
for defect closure

* Designed to reduce the
risk of tissue damage

* Minimal nickel elution
and exposure relative to
other competitive nitinol-
framed devices® " ™"

Retrieval luer

Occluder lock
Retrieval cord lock

Retrieval cord

Slider

Flush port |




Gore Cardioform ASD okluder

g-15mm

32 mm 13-20 mm
37 mm 18-25 mm
44 mm 23-30 mm

45 mm 28-35 mm




GORE septalni okluder




Jednotlive kroky implantace GORE
okluderu




Implantace GORE ASD okluderu




Obtiznéjsi pruchod sinovym septem




Absence taktilniho pocitu pri uvolnéni a p?




Vynucené reseni pop-up (embolizace)




Pocet implantovanych okluderu

Sougery | 27| 2024 | 2025 | [
Amplatzer | 45 18 2 95,4%
GORE 9 27 10 100%
Occlutech 5 5 4 93%




6M TEE - pocet rezidualnich shuntu

Typ okluderu 6M TEE \
Amplatzer 15% \
Occlutech 12,5% \
Gore 3,4%




Zaver

» GORE okluder ma odlisSnou konstrukci oproti ostatnim okluderim
» GORE okluder:

» subtilnéjsi

nezpusobuje erozi okolnich struktur

minimalné uvolnuje nikl - vhodny pro osoby s alergii na nikl
lépe se prizpusobuje anatomii septa

rychle endotelizuje

Minimalni vyskyt rezidualnich shuntd

vV v v v v Y

Vyzaduje implantaci za kontroly TEE/ICE




Dekuji za pozornost
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